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In this paper, we describe a novel technique—ultrasonication-assisted spray ionization
(UASI)—for the generation of singly charged and multiply charged gas-phase ions of
biomolecules (e.g., amino acids, peptides, and proteins) from solution; this method employs a
low-frequency ultrasonicator (ca. 40 kHz) in place of the high electric field required for
electrospray ionization. When a capillary inlet is immersed into a sample solution within a vial
subjected to ultrasonication, the solution is continually directed to the capillary outlet as a
result of ultrasonication-assisted capillary action; an ultrasonic spray of the sample solution is
emitted at the outlet of the tapered capillary, leading to the ready generation of gas-phase ions.
Using an ion trap mass spectrometer, we found that singly charged amino acid and multiply
charged peptides/proteins ions were generated through this single-step operation, which is
both straightforward and extremely simple to perform. The setup is uncomplicated: only a
low-frequency ultrasonicator and a tapered capillary are required to perform UASI. The mass
spectra of the multiply charged peptides and proteins obtained from sample solutions
subjected to UASI resemble those observed in ESI mass spectra. (J Am Soc Mass Spectrom
2010, 21, 1547–1553) © 2010 American Society for Mass SpectrometryMatrix-assisted laser desorption/ionization massspectrometry (MALDI MS) [1] is used rou-tinely in biochemical analysis. With the re-
cent rapid growth in nanotechnology, several inorganic
nanomaterial-assisted laser desorption/ionization pro-
cesses [2–5] such as surface-assisted laser desorption/
ionization (SALDI) [3, 4] and desorption/ionization on
porous silicon (DIOS) [5] have been attracting attention.
Using these techniques, intense laser irradiation is gen-
erally required to provide sufficient energy to direct
analytes from the condensed phase to the gas phase.
Notably, the development of desorption electrospray
ionization (DESI) [6]—using a fine spray of charged
droplets as the desorption/ionization source for ana-
lytes under ambient conditions—has opened up new
avenues for progress in desorption/ionization mass
spectrometry. Apparently, as long as analyte molecules
are provided with sufficient energy, which is not lim-
ited to the use of lasers, gas-phase ions can be readily
generated from condensed phase samples. Further-
more, this discovery has also provided a fillip to the
development of ambient mass spectrometry [7–11]. For
example, high-energy laser [8], heated gas jets [9],
low-temperature plasma [10], and nitrogen gas [11]
were successfully employed to desorb analytes at am-
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doi:10.1016/j.jasms.2010.04.021bient condition. However, post-ionization was gener-
ally required for these techniques.
Ultrasonically assisted electrospray ionization [12,
13] was first demonstrated more than a decade ago,
using an ultrasonic transducer to enhance the nebuliza-
tion efficiency of analytes eluted from a liquid chroma-
tography column and then subjecting them to ESI. A
method, so called sonic spray ionization (SSI), for small
organics and drugs [14–17] has been developed, in
which a solution from a fused-silica capillary is sprayed
with a sonic gas flow coaxial to the capillary. When
analyzing large molecules such as proteins, an electric
field is applied to the solution in the capillary to
increase the charge density of produced droplets and
multiply charged ions of proteins are then generated
[18, 19]. Lately, ultrasonic transducer-based nebulizers
(operated at megahertz frequencies or greater) [20, 21]
have been employed to introduce desorbed species into
an ionization region.
Although these inventions are fascinating, we were
interested in developing an alternative approach that
eliminates the need for post-ionization. We suspected
that low-frequency ultrasonicators, which are generally
available in most laboratories, would provide sufficient
energy to direct analytes from solution to the gas phase.
At first glance, this idea might seem preposterous; from
consideration, however, of the operating principles of
ultrasonicators, we were motivated to conduct the first
ultrasonication-assisted spray ionization (UASI) exper-
iments using samples in solution. Ultrasound is used
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and medical diagnostics because such long wavelengths
do not induce chemical changes in molecules in solu-
tion—rather, acoustic cavitation occurs. As a result,
vapor- and gas-filled voids are formed in the liquid,
leading to implosive bubble collapse and associated
shock waves [22]. Bubble collapse may result in high-
speed jets of droplets and local extremes of temperature
and pressure in the liquid [22]. It has been predicted
that the internal temperature within these collapsing
bubbles can reach several thousand Kelvin [23]; the
amount of energy generated should be sufficient to
allow phase transitions from the condensed phase to the
gas phase and, hence, the transfer of samples in solution
to the gas-phase. To prove the concept, a straightfor-
ward UASI experiment was conducted and demon-
strated in this study.
Experimental
Reagents and Materials
Amino acids, peptides, and proteins were purchased
from Sigma (St. Louis, MO, USA). Methanol and hy-
drofluoric acid were obtained from Tedia (Fairfield,
OH, USA); acetonitrile, acetic acid, and ammonium
hydrogen carbonate were obtained from Riedel de
Haën (Seelze, Germany). The fused-silica capillary
(50-m i.d.  365-m o.d.) was obtained from Polymi-
cro Technologies (Phoenix, AZ, USA).
Fabrication of the Tapered Capillary
Tapered capillaries were fabricated based on the
method we described previously [24–26]. Briefly, the
tapered fused-silica capillary was fabricated by apply-
ing a small weight (50 g) on the lower end of a vertical
capillary. The lower part of the capillary was heated
and then quickly drawn to form a narrow capillary tip.
After cooling to ambient temperature, the capillary tip
was immersed in an HF solution (24%) for 10 min. The
tip was rinsed with methanol and deionized water. The
tapered capillary was conditioned before analysis by
using a pump (pressure: 18 mm Hg) to rinse it succes-
sively with 1 N NaOH (30 min), water (30 min), and
running buffer (10 min).
Setup of UASI MS
UASI experiments were performed using a power-
tunable (360  600 W) ultrasonicator (50 cm  30 cm 
20 cm, frequency: 40 kHz) (Taipei, Taiwan), generally
filled with 8 L of water. After rinse and activation, the
tapered capillary (length, 40 cm; tip diameter: ca. 10 
3 m) was filled with sample solution before placing
into the aqueous sample solution within a vial that was
positioned in an ultrasonicator (see Scheme 1). The
tapered capillary outlet was close to (ca. 5 mm) the inlet
of an ion trap mass spectrometer. The heated transferglass-capillary in the ion trap mass spectrometer was
maintained at 150 °C with a dry gas flow of 5 L/min.
The voltages on the MS capillary inlet were set at1500
and 1500 V for the spectra recorded in positive and
negative ion modes, respectively. The on-line nanos-
pray mode was employed during UASI MS analysis.
The flow rate was also estimated, i.e.,0.15 L/min, by
using deionized water/acetonitrile (1:1, vol/vol) as the
running solvent and bradykinin as the sample. When
the power of the ultrasonicator was switched on, UASI
signals were readily acquired by the ion trap mass
spectrometer.
Instrumentation
All mass spectra were obtained using an Esquire 2000
ion trap mass spectrometer (Bruker Daltonics, Bremen,
Germany). When the commercial spray emitter was
used for ESI, the spray voltage applied on the MS
capillary inlet was set at4 kV, the flow rate for sample
infusion was set at 4 L/min, the pressure of the
nebulizer gas was set at 10 psi, and the temperature of
the heated transfer capillary was maintained at 300 °C
with a dry gas flow (5 L/min).
Results and Discussion
To demonstrate the feasibility of using the UASI setup
for obtaining gas-phase ions from solution, we used an
amino acid mixture as the sample for examination.
Figure 1 displays the UASI mass spectrum of the
mixture containing valine, phenylalanine, and trypto-
phan. The protonated pseudomolecular ions of valine,
phenylalanine, and tryptophan at m/z 118.3, 166.2, and
205.1, respectively, appear in the mass spectrum. The
inset displays the corresponding plot of the total ion
current (TIC) monitoring. The ions can be generated
continuously. The results indicate this UASI approach
Scheme 1. Cartoon representation of the UASI MS setup and the
proposed process for directing analytes from solution to the gas
phase.is capable of generating gaseous ions of polar organics
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demonstrated that a pulled bare fused-silica capillaries—
not subjected to an applied external high voltage—can
be used to interface capillary electrophoresis with mass
spectrometry [23]. Note that we did not treat the surface
of the tapered capillary outlet with any electrically
conductive materials in this UASI MS approach.
Since the above results have demonstrated that polar
amino acids can be analyzed using the UASI MS
approach, we were curious whether the UASI MS
approach was suitable for the analysis of peptides.
Furthermore, to closely examine the details of the UASI
process, we monitored the capillary outlet during UASI
operation by video (see Supplementary Materials,
which can be found in the electronic version of this
article). Figure 2a displays the corresponding plot of the
total ion monitoring (TIC) when aqueous bradykinin
was used as the sample and the selected ion monitoring
(SIM) at m/z 531, i.e., doubly charged ion of bradykinin.
The power of the ultrasonicator was switched on at the
time of 34 s and off at 4 min 3 s. The bradykinin signals
appeared during the UASI operation and quickly dis-
appeared after the ultrasonicator was switched off.
Figure 2b displays the corresponding mass spectrum
during the UASI operation. The doubly charged ion of
bradykinin at m/z 530.8 dominates the mass spectrum.
The mass peak pattern was similar to what we obtained
when using conventional ESI for the analysis of the
same sample (Figure 2c). The ion counts obtained from
UASI is lower than that obtained from conventional
ESI. The flow rate when operating conventional ESI was
4 L/min. However, the UASI spray was operated by
nanospray mode with a flow rate of 0.15 L/min. As
a result, fewer ions were generated from UASI, leading
to lower ion counts. Nevertheless, the signal-to-noise
(S/N) for the peak at m/z 530.8 obtained by UASI MS is
better than that obtained from ESI MS (see Figure 2b
and c). The results implied that our UASI-MS approach
can obtain better ionization efficiency and lead to better
spectral quality. It may be contributed from the ioniza-
tion mechanism of UASI although its mechanism is not
Figure 1. UASI mass spectrum of the amino acid mixture includ-
ing valine (106 M), phenylalanine (106 M), and tryptophan (106
M) prepared in deionized water. The inset is the corresponding
plot of TIC monitoring.clear yet in this initial study. When the ultrasonicatorwas switched on (after 34 s), the capillary tip vibrated
noticeably, arising from the action of power-on. How-
ever, it quickly returned to a steady-state within sec-
onds as the visible bubbles came out from the outlet.
Apparently, bubbles are readily formed from the outlet
via acoustic cavitation. Afterwards, a small ring of
liquid hangs around the capillary outlet with noticeable
vibration.
Figure 3 shows the photographs taken from the
supplementary video. Panel a displays the photograph
taken before the ultrasonicator was switched on, while
panel b displays the photograph taken after the ultra-
sonicator was switched on. During the vibration, gas
ions seemed readily generated from the ring since
singly- and multiply-charged ions were then therefore
monitored by the mass spectrometer during the process
as we observed in the resultant UASI mass spectra.
After the ultrasonicator was switched off (at 4 min 3 s),
the ring of the liquid on the capillary tip suddenly
disappeared and the analyte ions faded away simulta-
neously. As mentioned earlier, it has been known that
ultrasonication can cause acoustic cavitation, leading
the formation of the vapor- and gas-filled voids in the
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Figure 2. (a) Plots of the total ion current (TIC) and selected ion
monitoring (SIM) at m/z 531 for the supplementary video film.
Aqueous bradykinin (106 M) was used as the sample. The
ultrasonicator was switched on/off at the time of 00: 34 and 04:03,
respectively. (b) Corresponding mass spectrum during the UASI
operation (0.5–4 min). (c) ESI mass spectrum of aqueous bradyki-
nin (106 M). S/N  signal to noise ratio.
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tion herein. It has been estimated that the internal
temperature within these collapsing bubbles can reach
several thousand Kelvin and therefore generate plenti-
ful energy [22], which allows the possibility of the phase
transitions of samples from the condensed phase to take
place. In the UASI experiment, initial formation of
bubbles occurs during the development of the ultra-
sonic spray from the tapered capillary outlet. After the
bubbles collapse, a nanometer-sized liquid jet is formed,
subsequently resulting in gas ions after solvent evapo-
ration. Accumulation of multiple charges occurs in the
fine droplets during this process, thereby resulting in
the signals of multiply charged protein ions dominating
the UASI mass spectra (Scheme 1).
We were also curious to test whether negatively
charged bradykinin ions could also be observed using
this approach. To our delight, the signal for deproto-
nated bradykinin (106) appeared at m/z 1058.4 in the
mass spectrum (see Figure S1a) with an S/N ratio of
332. Similarly, only this singly charged bradykinin ion
appears in the corresponding ESI mass spectrum ob-
tained in the negative ion mode. Thus, ESI-like mass
spectra are obtained when using UASI mass spectrom-
etry. Furthermore, on the basis of our experimental
results, gaseous analyte ions can be readily generated
using this UASI approach either from aqueous solu-
tions or from water/organic solvent. Additionally, the
lowest concentration using bradykinin as the sample
we obtained so far using this UASI MS approach is 5
nM. Figure S1b shows the corresponding UASI mass
spectrum. The doubly charged ions of bradykinin atm/z
530.9 with an S/N ratio of 92 dominate the mass
spectrum. That is, the detection limit for bradykinin
may be lower to less than 1 nM in terms of a S/N ratio
of 10. The ions can be continually obtained during the
UASI operation although the TIC plot is not as stable as
that obtained in conventional ESI MS. Additionally,
although we always conditioned the capillary before
UASI experiments, we noted UASI mass spectra could
be readily obtained from an unconditioned capillary
without flushing with aqueous sodium hydroxide be-
Figure 3. Photographs were taken from the
ultrasonicator was switched on.fore experiments. The step for conditioning capillary isessential for generation of electro-osmotic flow in cap-
illary electrophoresis, but the driving force herein is
ultrasonication. Thus, the condition step taken herein is
only for the purpose of rinse to remove undesirable
impurities.
Next, we tested the ability of UASI mass spectrom-
etry to examine the proteins, including insulin, ubiq-
uitin, cytochrome c, and myoglobin in aqueous solution
containing 0.5% acetic acid (Figure 4a–d; corresponding
TIC plots are presented as insets to each mass spec-
trum). In each case, we observed multiply charged
protein ions in the mass spectra. These results suggest
that the mechanism of ion formation during UASI may
be similar to that of ESI, even though no extra electric
field is present at the tapered capillary outlet. The
capillary tip acts like an ion generator during UASI
operation. Ions were readily generated outside of the
tip during the bubble collapse followed by solvent
evaporation as observed and stated earlier. Thus, a
floating potential [27] was presumably generated out-
side of the capillary tip during UASI operation. Thus,
there is still a voltage difference between the capillary
outlet and the inlet of the mass spectrometer although
we are unable to estimate the floating potential cur-
rently. As a result, charge accumulation on the fine
droplets also occurs and leads to the generation of
ESI-like ions during UASI process.
Although we did not apply any external voltage
outside of the UASI capillary outlet, it was interesting to
see if there was any difference arising when grounding
the UASI capillary. Thus, we put a grounded electrode
into the solution of the capillary inlet, varied the spray
voltage applied on the MS capillary inlet, and used
bradykinin (105 M) prepared in 0.1% acetic acid/
deionized water/methanol (1:1, vol/vol) as the sam-
ple for UASI MS analysis. The results showed that the
ion counts obtained from the UASI-grounded mass
spectrum of bradykinin were higher than that ob-
served in UASI-ungrounded mass spectrum of bra-
dykinin under the same experimental condition (see
Figure 5). Furthermore, we observed that the ion
intensity for the peak at m/z 530.8 revealing in the
lementary video: (a) before and (b) after thesuppUASI-grounded mass spectra of bradykinin increased
plots
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increased (see Figure S2). However, the ion intensity
for the same peak in the UASI-ungrounded mass
spectra did not change much when varying the spray
voltage. Additionally, the background in the UASI-
ungrounded mass spectrum (Figure 5b) looks much
cleaner than that observed in UASI-grounded mass
spectrum (Figure 5a).
Figure 4. UASI mass spectra of solutions of
cytochrome c (105 M), and (d) myoglobin (10
containing 0.5% acetic acid. Corresponding TIC
Figure 5. (a) UASI-grounded mass spectrum of bradykinin (105
M) prepared in 0.1% acetic acid/(deionized water/methanol (1:1,
vol/vol)). (b) UASI-ungrounded mass spectrum of bradykinin
(105 M) prepared in 0.1% acetic acid/(deionized water/metha-
nol) (1:1, vol/vol). The spray voltage set on the MS capillary inlet
was 1500 V.We also examined the suitability of using the UASI
MS approach for obtaining protein ions from solvents
with different compositions. Figure 6a displays the
UASI mass spectrum of cytochrome c prepared in
deionized water/acetonitrile (1:1, vol/vol) containing
0.5% acetic acid. Multiply charged ions of proteins
appear in the mass spectrum, which is similar to that
obtained from the solvent in the absence of acetonitrile
(cf. Figure 4c). Proteins are commonly prepared in
buffer solution. Thus, cytochrome c prepared in aque-
ous ammonium bicarbonate mixed with acetonitrile
was used for the examination. Figure 6b present the
UASI mass spectrum of cytochrome c prepared in
aqueous ammonium bicarbonate (100 mM)/acetonitrile
(1:1, vol/vol). The mass peak profile is similar to that
observed in Figure 4c. Multiply charged ions of cyto-
chrome c are also readily generated from this buffer
system by UASI approach. That is to say, the presence
of ammonium bicarbonate does not cause unpleasant
effect in the performance of UASI approach. When
using conventional ESI for the analysis of the same
sample, similar results were obtained (see Figure 6c).
UASI MS has the same salt tolerance as that conven-
tional ESI does. Additionally, their S/N ratios in both
mass spectra are similar. Nevertheless, we noted that
the charge distribution of cytochrome c in UASI mass
spectrum (Figure 6b) was slightly different from that
obtained by ESI MS (Figure 6c). The peak derived from
13-charged cytochrome c ion dominates Figure 6b,
while the peak derived from 12-charged cytochrome c
insulin (105 M), (b) ubiquitin (105 M), (c)
). Samples were prepared in deionized water
are presented as insets to each mass spectrum.(a)
5 Mion is the base peak in Figure 6c. It seems that the
1552 CHEN ET AL. J Am Soc Mass Spectrom 2010, 21, 1547–1553structure of cytochrome c unfolded more extensively
when conducting UASI than ESI. Presumably, it was
contributed from the temperature rising of the UASI
sample during ultrasonication. We found that the tem-
perature of the water in the ultrasonicator increase
1 °C per 5 min, which may have assisted the unfold-
ing of cytochrome c.
On the basis of the results shown above, we believe
that the ultrasonication plays two roles in this UASI
approach: (1) as the driving force to push the sample
solution through the capillary to the outlet; (2) as the
energy source to provide sufficient energy for the phase
transition of analytes from liquid phase to gas-phase.
That is, ultrasonication is in place of the role of a syringe
pump in conventional ESI setup and as the driving
force to push sample solution through the capillary to
the outlet. Furthermore, sufficient energy for phase
transition of analytes from condensed phase to gas
phase is also simultaneously provided by the ultrasoni-
cation based on the experimental results we obtain
herein. Ultrasonic spray is also assisted by the sharp
capillary outlet because we observed that the analyte
signals disappeared when the tip was accidently dam-
aged to a wider hole during the operation. Furthermore,
there are no signals observed if the capillary outlet was
not fabricated to sharpness. Presumably, the sharp tip is
Figure 6. UASI mass spectra of cytochrome c (105 M) prepared
in (a) deionized water/acetonitrile (vol/vol, 1/1) containing 0.5%
acetic acid and (b) aqueous ammonium bicarbonate (100 mM)/
acetonitrile (vol/vol, 1/1). Corresponding TIC plots are presented
as insets to each mass spectrum. (c) ESI mass spectrum of
cytochrome C (105 M) prepared in aqueous ammonium bicar-
bonate (100 mM)/acetonitrile (vol/vol, 1/1). S/N  signal to
noise ratio.helpful for generation of small droplets. It might beslightly difficult to generate gas ions directly from large
liquid droplets in terms of the energy required for
phase transition and nebulization efficiency. Addition-
ally, the background in UASI mass spectra seems lower
than that obtained in ESI mass spectra.
Conclusions
We have demonstrated that UASI-MS is suitable for the
analysis of biomolecules in this work. The setup of the
UASI is extremely simple and the method requires only
a single-step operation. We note that because this
technique employs ultrasound to provide sufficient
energy for the desorption of analytes, the signal is not as
stable as that obtained through ESI. Therefore, we do
not expect that UASI will provide as good an interface
with liquid chromatography as does ESI. Nevertheless,
UASI MS provides good spectral quality results with
lower background and higher S/N ratios compared
with ESI MS. Furthermore, UASI MS is capable of being
coupled with other interesting techniques. For example,
ultrasonicators are used routinely to accelerate reac-
tions and extractions; therefore, we suspect that UASI
MS may be appropriate for the on-line monitoring of
reactions and extractions performed under ultrasonica-
tion—a potentially unique feature of UASI that is not
possible with traditional ESI. This work describes only
our initial results obtained from the coupling of UASI
and MS, and additional studies are required to clarify
the actual events occurring during this desorption/
ionization process. We believe that the mass spectral
performance will be further improved after more exten-
sive investigation. On this basis, we are very optimistic
about the prospects of UASI in chemical and biological
mass spectrometry.
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